Mittelmeier hip prosthesis autopsy study 2 years after implantation.
A Mittelmeier hip prosthesis was removed at autopsy 2 years after implantation in a patient who was fatally injured. Macroscopic, histological, radiographic, and metrological studies revealed interesting new aspects on the remodelling of bone and the behaviour of the components of the prosthesis.